The subcutaneous implantable cardioverter defibrillators (SICD) is an alternative to the transvenous ICD for the prevention of sudden cardiac death (SCD). Multiple studies have shown that the SICD is safe and effective in treating ventricular arrhythmias. While earlier studies mainly enrolled younger patients with channelopathies, more recent reports included patients with "typical" indications for ICD therapy for the prevention of SCD. In this review we summarize the data available to date on the SICD while highlighting its pros and cons.
Introduction
 Implantable cardioverter defibrillators (ICD), first successfully implanted in a human in 1980, have long been proven to improve mortality in a number of clinical conditions causative for sudden cardiac death. The first device weighed 250 g, requiring a thoracotomy for implantation and an epicardial defibrillator patch. Criteria for inclusion in the pilot study were strict, including only patients who had suffered at least two episodes of cardiac arrest with ventricular fibrillation documented at least once. [1] As with any new technology, there were early concerns about the safety and utility of an implantable defibrillator, [2] but the following four decades have seen a remarkable advancement in implantable defibrillator technology. The indications for ICD have expanded greatly since Mirowski's initial pilot study, and ICDs are now a mainstay of therapy in the prevention of sudden cardiac death. The most recent guidelines for ICD implant include both primary and secondary prevention indications across a range of cardiac conditions. [3] Indications include survivors of cardiac arrest due to ventricular arrhythmias from an irreversible cause, heart failure with reduced left ventricular ejection fraction (LVEF) due to nonischemic or ischemic etiology, and high risk structural heart disease or cardiac channelopathies. [3] In 2009 over 130,000 ICDs were implanted in USA [4] and in 2013 over 85,000 devices were implanted in Europe. [5] 2 Methods
Problems with transvenous ICDs
While ICDs are certainly a life-saving technology, lead and device related complications are not insignificant. Complications of transvenous systems include both acute complications related to the implant procedure and late complications due to infection or lead malfunction. Acute complications include pneumothorax, traumatic pericardial effusion, lead dislodgement, hematoma and infection. While each of these complications is of a low event rate, one meta-analysis found an overall ICD complication rate of 9.1% over the first 16 months following implant. [6, 7] Long-term complications are predominantly due to lead failure or device infection. Lead failure is significantly more common in defibrillator leads as compared to pacemaker leads, due to the complex, multicomponent engineering. Long-term studies have shown lead survival rates that drop quite abruptly after five years to only 60% at 8 years and with a 20% annual failure rate at 10 years. [8, 9] Some studies have shown that younger age is a risk factor for lead failure. [9] These numbers are significant as the rates of ICD implants continue to increase over time. Recent studies show that even patients with advanced heart failure with http://www.jgc301.com; jgc@mail.sciencep.com | Journal of Geriatric Cardiology reduced LVEF and New York Heart Association (NYHA) class III symptoms have a close to 60% survival rate at five years with a mortality benefit related to ICD implant. [10] Infection risk is another concern that persists throughout the life of a transvenous ICD. The time of generator exchange is a particular point of concern, as the infection risk is approximately double that of initial implant. [11] The RE-PLACE registry, a prospective multicenter evaluation of patients undergoing cardiac implantable electronic device (CIED) generator replacement, showed a 1.6% incidence of infection at time of replacement of ICD or cardiac resynchronization-defibrillator (CRT-D) generator. [12] A study of a contemporary cohort of patients with ICDs or CRT-Ds showed a median battery longevity of 5.9 years for single and dual chamber ICDs and 4.9 years for CRT-Ds. [13] As such, most patients with ICDs will undergo at least one generator exchange after initial implant, and some may undergo multiple, especially those with a positive response to CRT devices. The primary concern with long-term complications of CIEDs is the need for lead extraction. This is certainly necessary in almost all cases of device infection, and while not absolutely necessary in situations of lead malfunction, it is frequently the preferred method of management. Device extraction of a chronic transvenous lead is a procedure with the potential for significant morbidity and mortality. While the absolute complication rates are low, the severity of potential complications, namely massive intrathoracic bleeding and death, is high. High volume centers describe a major procedural complication rate of 1.3%-1.9% and procedural mortality of 0.3%-0.65%. [14, 15] Furthermore, mortality following extraction is high, up to 10% at 12 months.
[16]
The need for the S-ICD
The impetus for the development of a non-endovascular defibrillator system arose not only from the issues of managing complications as described above, but also for concern for specific patient populations including pediatric patients, those with difficult or absent venous access, and those at high risk for bacteremia such as dialysis patients.
In 2012 the Food and Drug Administration (FDA) approved the first entirely subcutaneous implantable defibrillator. While the basic components of the S-ICD are similar to that of the traditional transvenous device, i.e. a pulse generator and a defibrillator coil, there are significant differences, from implant technique to device capabilities, which will be described in detail below.
The S-ICD is comprised of two primary components: a pulse generator, implanted in a left lateral position in the midaxillary line at the level of the 5 th -6 th intercostal spaces, and a parasternal defibrillator coil ( Figure 1 ). The entire system is implanted in the subadipose space, with the defibrillator coil tunneled from the pulse generator to the left parasternal line just below the xiphoid process and then superiorly along the parasternal line to just below the sternal notch ( Figure 1 ). The procedure can be performed under general anesthesia, monitored anesthesia care (MAC) or moderate sedation, though registry data show the majority of implanters use general anesthesia. [17] Fluoroscopic guidance is not necessary for implantation, though can be used to help confirm anatomic landmarks. The S-ICD device can deliver a shock of up to 80 J. Because the S-ICD is not an endocardial device, there are two primary reasons a patient may not be a candidate for implantation. First, while the device has a programmable 30-second post-shock pacing capability, it is not otherwise a pacing device. Thus, for patients who have concomitant pacing needs, such as sinus node dysfunction, Atrio-ventricula (AV) block, or CRT indications, or who would benefit from anti-tachycardia pacing for rhythm termination, the S-ICD is not a functional option. Second, the detection algorithm that the device utilizes for detection of ventricular arrhythmias relies on a subcutaneous electrode. Patients must be screened to ensure adequate QRS and T wave sensing to avoid both undersensing of intrinsic QRS and T wave oversensing (TWOS), the latter of which is the predominant cause of inappropriate shocks in the S-ICD population. [18] The device has three sensing vectors; prior to implant patients are screened in both supine and either standing or sitting positions to ensure at least one vector has appropriate morphology sensing in both tested postures. The screening tool looks at the QRS amplitude as an absolute and in relation to the T wave amplitude (Figure 2 ). [19] Early outcomes on high rates of inappropriate shocks due to TWOS, especially during exercise, led some providers to add exercise testing to the pre-implant screening. Newer data shows that with current screening and detection algorithms, however, exercise screening does not improve upon discrimination of patients at risk for TWOS. [20] Figure 2. The manual screening tool (courtesy of Boston Scientific). The QRS need to fit in the rectangular space (correct profile or acceptable lead). In the acceptable profile the T wave need to be encased within the screening profile (acceptable vs. unacceptable profile).
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The S-ICD Studies
The initial feasibility and early phase study for the S-ICD was published in 2010. The paper described both the initial evaluation of optimal configuration of generator and defibrillator coil, as well as outcomes on a total of sixty-one patients (6 patients in the initial pilot study and 55 patients in a follow up clinical trial). [21] The initial studies proved that the device could consistently and correctly detect and successful treat ventricular arrhythmias.
Following this, the pre-market Investigational Device Exemption (IDE) study was commenced. This was a prospective, nonrandomized multicenter trial that enrolled 330 patients between January 2010 and May 2011. The average age of the cohort was 51.9 ± 15.5 years and the average left ventricular ejection fraction was 36.1 ± 15.9 %. 79% of patients had a primary prevention indication for ICD and 41.4% had a prior myocardial infarction. The primary effectiveness endpoint, the acute induced Ventricular fibrillation (VF) conversion rate at time of implant, was reached in 100% of those who completed the full testing protocol. Furthermore, the study showed a 97.4% success rate in converting spontaneous Ventricular tachycardia (VT)/VF when occurring as discrete episodes, and no arrhythmic deaths even when VT/VF occurred in the setting of VT/VF storm. The primary safety end-point was the 180-day complication free rate, which was 92.1%. There were no cases of lead failure, endocarditis or bacteremia. As expected, given the subcutaneous nature of the device, there were no cases of cardiac perforation or tamponade, pneumothorax, or subclavian vein stenosis. The infection rate was 5.6%; the majority of these infections (14/18) were managed without system explantation. The inappropriate shock rate was 13.1%, and the majority of these cases were due to oversensing (either of T waves, broad QRS complexes, or external electrical noise). [22] The EFFORTLESS S-ICD registry is an observational registry of patients from Europe and New Zealand implanted with the S-ICD since commercial availability of the system in 2009. Early outcomes were published in 2014. [17] The average age of the cohort was 49 ± 18 years and the average LVEF was 42 ± 19 %. 63% of patients had a primary prevention indication for ICD and 40% had ischemic cardiomyopathy. The mean duration of follow up was 558 days. This real world, post-PCT data showed very similar efficacy and safety outcomes to the IDE data. Of the patients who underwent Defibrillation threshold (DFT) testing at or shortly after implantation, 99.7% of patients were successfully converted with the S-ICD with a shock energy of  65 J in 95% of cases. When cases of spontaneous VT/VF were evaluated, the discrete VT/VF conversion efficacy was 100%, though 12% of these cases required more than one shock to convert. There were 6 VT/VF storm episodes in 4 patients; one of these patients died due to VF that was not successfully defibrillated. The overall infection rate was 4%, and the infection requiring explant rate was 2.2%. The inappropriate shock rate was 7%; 85% of these cases were due to oversensing. The overall patient complication event rate, as defined as events requiring an invasive procedure for correction, was 6.4%. [17] A large-scale evaluation of S-ICD outcomes was published in 2015. [23] Combining the IDE and EFFORTLESS registries, the authors studied a total of 882 patients with a mean follow up of 651 ± 345 days. The average age of the cohort was 50 ± 17 years and the average LVEF was 39.4 ± 17.6%. 70% of patients had a primary prevention indication for ICD and 37.8 % had ischemic cardiomyopathy. 79.2% of patients were programmed with two therapy zones. The 30-day complication rate was 4.5%, and the complication rate over 3 years was 11.1%. The rate of acute complications was 2%; this included hematomas, sedation complications, and lead/generator malposition or displacement. 1.7% of patients developed an infection requiring removal or revision and 1.2% of patients developed device erosion. Of 111 discrete VT/VF episodes, 90.1% converted with the first shock and 98.2% converted with the 5 available shocks. There were no deaths due to unconverted episodes. Of 12 VT/VF storms, 10 converted with S-ICD shocks. 1 patient died due to VF that failed to convert with therapy and the other required external defibrillation. The time to therapy was 19.2 ± 5.3 seconds. There were 15 episodes of syncope reported by 15 patients; 3 of these were related to documented arrhythmias on day of syncope (2 patients with untreated VT/VF due to self-termination prior to shock delivery, and 1 patient with VF that terminated after 5 administered shocks). The rate of inappropriate therapy was 20.5% for patients with single zone programming, and 11.7% for patients with dual zone programming. 70% of inappropriate shocks were due to sensing issues; 39% due to TWOS, 21% due to oversensing of low amplitude signals, and 8% due to noncardiac oversensing. All-cause mortality was 2.9% over the study period. [23] Recently, the SICD post approval registry (SICD-PAS), the largest registry of SICD patients in the U.S. was published.
[24] This registry described the characteristics and acute outcomes of patients implanted with an SICD in a real world setting and outside the investigational study. This registry enrolled more than 1600 patients. The mean age of the cohort was 52 ± 15 years compatible with the trend to implant younger patients with an SICD. The mean LVEF was 32 ± 14.6% and 74% had congestive heart failure. In
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(1) Patients with concurrent transvenous pacing: small case series have described the safety and feasibility of S-ICDs to appropriately sense and treat VT/VF even in the case of concomitant ventricular pacing. [27] (2) End stage renal disease (ESRD): patients with ESRD requiring dialysis can be safely implanted with the S-ICD with no increase in implant related complications or inappropriate shocks. [28] (3) Hypertrophic cardiomyopathy: patients with hypertrophic cardiomyopathy were a population for which there was concern for a high inappropriate shock rate due to high voltage T waves, as well as high DFTs due to left ventricular hypertrophy. Pooled data from the EFFORTLESS and IDE cohorts show no significant difference in successful defibrillation at implant testing, one-year complication free rates, or inappropriate shocks. The event rate for spontaneous VT/VF was low for the Hypertrophic cardiomyopathy (HCM) population, but all events successfully converted with a single shock. [29] (4) Congenital heart disease (CHD): within larger registries of S-ICD implants, small cohorts of patients with congenital heart disease have been identified. The data supports that S-ICDs can be implanted safely and with low rates of complications. The devices successfully identify and treat ventricular arrhythmias (mostly based on implant testing due to low rates of clinical ventricular arrhythmias in follow up). [30, 31] Rates of inappropriate shocks in one case series was significant at 21% over a median follow up of 14 months, [31] though similar rates (25%) have been reported in patients with CHD with transvenous devices.
[32]
The outcomes as described above show similar performance between transvenous ICDs and subcutaneous ICDs in efficacy, safety of implantation and long-term outcomes. A 2017 meta-analysis of studies directly comparing clinical outcomes between the two technologies supports this conclusion. Rates of infection [0.34% vs. 0.31%, S-ICD vs. Transvenous (TV)], system failure (0.32% vs. 0.24%) and total inappropriate therapy (8.3% vs. 9.46%) were similar without statistical significant in the minor differences. Lead complications were significantly lower in subcutaneous systems [0.14% vs. 1.02%, odds ratios (OR): 0.13]. [33] Furthermore, first shock efficacy in terminating spontaneous VT/VF is similar between the SICD and transvenous ICD. For instance, in the pooled IDE and EFFORLESS analysis the first shock efficacy for terminating VT/VF was 90.1%, and 98.2% of all spontaneous episodes were successfully treated by the SICD. Two trials evaluating transvenous ICDs, the SCD-HeFT and MADIT-CRT trials, showed first shock efficacy in terminating clinical VT/VF of 83% and 90%, respectively. [34, 35] The concerns about inappropriate shocks are not insignificant, not only as related to patient comfort and the anxiety caused by inappropriate shocks, but also because of signals that inappropriate ICD shocks are associated with increased all-cause mortality. [36] However, it must be pointed out that with changes in the initial ECG screening process, adjustments to detection algorithms and dual zone programming, inappropriate shock rates are comparable for subcutaneous and transvenous devices. Within the EF-FORTLESS registry, dual zone programming had an overall inappropriate shock rate of 6.4% vs. 12% for single zone programming. [17] Furthermore, the mechanism for inappropriate shocks differs significantly between the two ICD technologies. Inappropriate shocks in transvenous systems are most frequently due to atrial fibrillation, which itself is independently associated with increased mortality in heart failure patients. [37] This is in comparison to S-ICDs, where inappropriate shocks are mostly due to TWOS. [33] There is evidence that in a transvenous ICD population, patients who receive inappropriate shocks attributable to non-AF/AFL causes do not have a significant difference in survival compared with patients who did not receive any ICD shocks. [38] Whether or not inappropriate shocks will carry any mortality association in S-ICD populations will have to be determined in longer term trials.
Future application
Subcutaneous ICD technology in its present form is nearing a decade. Future applications are already in development. A multi-component system comprised of a leadless pacemaker with Anti-tachycardia pacing (ATP) capabilities and a subcutaneous ICD, the two components of which can wirelessly communicate with one another, has been successfully studied in multiple animal models. [39] The potential for further reducing the size of the generator will surely be explored. The role of DFT testing is likely to evolve, similar to its course in transvenous system. Preliminary nonrandomized data shows a strategy that omits implant DFT testing does not lead to clinically different outcomes in device efficacy.
Conclusions
The S-ICD has been shown across patient populations to be a safe and effective device for appropriately sensing malignant ventricular arrhythmias and delivering successful rescue therapy. The higher rates of inappropriate shocks seen in early studies have been partially ameliorated with dual zone programming and improvement in screening and detection algorithms. While patients with pacing indications are not candidates for the S-ICD, the technology is one that can arguably be recommended for all other patients, and particularly those with challenging venous anatomy, younger age, increased risk for blood stream infection, and prior infection related to transvenous device.
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